A blackbody optical fiber thermometer consists of an optical fiber whose sensing tip is given a metallic coating. The sensing tip of the fiber forms an isothermal cavity, and the emission from this cavity is approximately equal to the emission from a blackbody. Temperature readings are obtained by measuring the spectral intensity at the end of the fiber at two wavelengths. The ratio of these measurements is used to infer the temperature at the sensing tip. However, readings from blackbody optical fiber thermometers are corrupted by self-emission when extended portions of the probe are exposed to elevated temperatures. This paper describes two possible methods for correcting the problem due to self-emission by the fiber. The first method is two-fiber optical fiber thermometry. In this method, a second fiber is positioned parallel to the original fiber. The fibers are identical except that the second fiber has a reflecting coating instead of a blackbody cavity at its tip. Since both the emitting and reflecting fibers are exposed to the same thermal environment, measurements of the intensity at the end of the reflecting fiber can be used to eliminate error due to emission by the fiber. The second approach is spectral remote sensing. In this method, the intensity exiting the fiber is measured in portions of the visible and infrared spectrum. The measured spectral intensities are used to reconstruct the temperature profile along the fiber. Application of these techniques to the thermal control system of a microgravity furnace is discussed.
INTRODUCTION
Optical fiber thermometers (OFT) are devices that use photonic signals to sense temperatures. Compared to other temperature sensors, OFT have the following advantages:
• Long-term stability • Immunity to electromagnetic interference • High precision • Capable of withstanding harsh environments Several types of OFT have been developed (Kreider 1985) . Interferometric sensors use the thermal expansion of an optical fiber to perturb a laser signal, and the temperature is inferred using interferometry. Fluoropitc sensors have a photoluminescent material attached to the active end of an optical fiber. An excitation pulse from a pulsed laser or flash lamp activates the sensing tip, and the temperature is inferred from the decay time of the photoluminescent signal. Blackbody sensors consist of a high-temperature optical fiber with an opaque cavity attached to the sensing tip. The spectral radiative flux detected at the end of the fiber is related to the temperature of the cavity via Planck's law (Dils 1983) . Fluoroptic and interferometric sensors are very precise, but their temperature ranges are limited by material properties. Blackbody sensors can operate over a wide range of temperatures, so blackbody sensors are generally used in high temperature applications.
An example of an application in which the use of blackbody OFT is highly desirable is in the thermal control system of microgravity furnaces that will fly on the International Space Station. The design of these furnaces is similar to that of a Bridgman furnace and consists of a heater core, insulation jacket, instrumentation, coolant loop components, a cold zone for directional solidification, and a quench zone for rapid quenching. A sketch of a preliminary design for a typical furnace's hot zone is shown in Fig. 1 . The heater core contains four heated zones: Booster 1, Booster 2, Main and Guard. The sensor plate is cooled in order to maintain sensors and other instrumentation at acceptable operating temperatures. The cold zone is a water-cooled chill block (not shown) that is located adjacent to Booster 1. This design produces the high thermal gradients required for directional solidification experiments. As shown in Fig. 1 , the OFT are aligned with the axis of the furnace in these preliminary designs, and an extended portion of the fiber is exposed to elevated temperatures. Jones et al. (1999) showed that emission from portions of the fiber other than the sensing tip corrupt the temperature measurements under these conditions. This paper describes two possible methods for correcting the problem due to self-emission by the fiber. The first method is two-fiber optical fiber thermometry (Jones et al. 2000) . In this method, a second fiber is positioned parallel to the original fiber. The fibers are identical except that the second fiber has a reflecting coating instead of a blackbody cavity at its tip. Since both the emitting and reflecting fibers are exposed to the same thermal environment, measurements of the intensity at the end of the reflecting fiber can be used to eliminate error due to emission by the fiber. The second approach is motivated by previous studies in which spectral remote sensing Sensor Plate Guard Optical Fiber Thermometer Booster 2
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Booster 1 was used to determine the temperature profiles in semitransparent solids and high temperature gases (Chupp and Viskanta 1974 , Hommert and Viskanta 1978 . In this method, the intensity exiting the fiber is measured in portions of the visible and infrared spectrum. The measured spectral intensities are used to reconstruct the temperature profile along the fiber.
BLACKBODY OPTICAL FIBER THERMOMETRY
A typical blackbody OFT is illustrated in Fig. 2 (Dils 1983) . The probe consists of a sapphire (Al 2 O 3 ) fiber whose sensing tip is given a metallic coating. The sensing tip of the fiber forms an isothermal cavity, so emission from this cavity is approximately equal to the emission from a blackbody. The other end of the fiber is attached to the detection system. An equation relating the spectral intensity at the end of the fiber to the spectral intensity emitted from the cavity is needed to infer the temperature at the sensing tip. The required relationship is obtained by modeling the fiber as an absorbing, emitting and non-scattering medium. The spectral intensity at each point along the fiber is given by the solution of Eq. 1 with the boundary condition specified by Eq. 2 (Brewster 1992) .
Solving for ( )
where
The exponential in the first term on the right hand side of Eq. 3 corrects for the attenuation due to absorption of the intensity as it propagates along the fiber. The
integral on the right hand side of Eq. 3 represents noise due to emission by the fiber. The usual procedure is to assume that this integral is negligible.
Note that the estimate of the spectral blackbody intensity given by Eq. 4 is greater than the true value, so the measured temperature, bf T , will be greater than the actual temperature, o T .
The spectral radiative flux leaving the fiber is measured by the detector. The relationship between the measured value and the spectral intensity at the end of the fiber is
where λ β is a calibration factor and e M λ is the output from the detector. For the temperatures and the wavelengths of interest, Wien's limit may be used to approximate the spectral intensity of a blackbody,
where 1 c and 2 c are the radiation constants and n is the refractive index of the fiber at the specified wavelength.
The temperature is obtained by making measurements at two wavelengths, 1 λ and 2 λ . Using
Eqs. 4 -6, the ratio of
The measured temperature is obtained by solving Eq. 7 for the estimated temperature, bf T .
Recall that the integral in Eq. 3 represents the portion of the detected radiative flux that is due to emission by the fiber. This integral is negligible when the temperature of the fiber is low (
In situations similar to the furnace design illustrated in Fig. 1 , the emission represented by the fiber is not negligible (Jones et al. 1999 ). This paper focuses on two possible methods of accounting for the effects due to emission by the fiber. The first approach is two-fiber optical fiber thermometry, and the second approach is spectral remote sensing.
TWO-FIBER OPTICAL FIBER THERMOMETRY
One possible method to accounting for the integral in Eq. 3 is to position a second fiber next to the original fiber as illustrated in Fig. 3 . The fibers are identical except that the second fiber has a reflecting coating instead of a blackbody cavity at its tip. The first fiber is referred to as the emitting fiber, and the second fiber is referred to as the reflecting fiber. Since both the emitting and reflecting fibers are exposed to the same thermal environment, measurements of the spectral intensity at the end of the reflecting fiber can be used to eliminate error due to emission by the fiber. Three possible methods of using the data from the reflecting fiber to correct the temperature measurements have been developed (Jones et al. 2000) . The most promising method is described below
The governing equation and boundary condition for the spectral intensity propagating along the reflecting fiber are given by Eqs. 9 and 10.
Reflecting fibers can be fabricated by masking all but the tip of the fiber and sputtering a layer of MgO onto the fiber. The normal spectral reflectance of MgO is approximately 0.97 in the 0.4 µm to 1 µm spectral region (Touloukian and DeWitt 1972) . Therefore, assuming 1 λ ρ ≈ the solution of Eqs. 9 and 10 gives 
The boundary condition given by Eq. 13 is appropriate, because the end of the fiber connected to the detection system is maintained at a low temperature. Therefore, emission at the wavelengths of interest is negligible. Solving Eqs. 12 and 13 gives
Combining Eqs. 11 and 14 gives ( )
I T t e dt I t e I T t t e dt
Substituting Eq. 15 into Eq. 3 gives
I T I t e I t e I T t t e dt
As in Eq. 3., the first term on the right hand side of Eq. 16 corrects for the attenuation of the spectral intensity as it propagates along the fiber. The terms in brackets on the right hand side of Eq. 16 represent noise due to emission by the fiber. The integral represents the spectral intensity emitted by the fiber toward the reflecting tip that is subsequently reflected and transmitted to the detection system. Subtracting Eq. 3 from Eq. 16 gives ( ) 
I t I T t e I T t t e dt
An average temperature is defined such that 
I T I T t e I T t t e dt
Next, the average temperature is used to approximate the integral in Eq. 3. That is, 
Combining Eqs. 17 -19 gives 
SPECTRAL REMOTE SENSING
In this method, the intensity exiting the fiber is measured in portions of the visible and infrared spectrum. The measured spectral intensities are used to reconstruct the temperature profile along the length of the fiber. Based on Eq. 3, the temperature profile is related to the measured values through an integral equation. (Howell et al. 2000) , and it is known that the solution to an equation of this type is not unique (Jones 2001 ).
Because there is not a unique solution, conventional gradient-based search methods are likely to become trapped in local minima and are generally ineffective in finding optimal solutions in cases such as this. A directed random search method such as a genetic algorithm is capable of finding the global optimal solution in complex, multi-dimensional search spaces. Genetic algorithms are based on the principle of natural selection or survival of the fittest. The structure of a typical genetic algorithm is shown in Fig. 4 . The following paragraphs briefly describe the aspects of the implementation unique to this study. Detailed discussions of the fundamentals of genetic algorithms and descriptions of the wide variety of optimization problems successfully treated using genetic algorithms are available in the literature (Goldberg 1989, Pham and Karaboga 2000) . 
The smoothness of each temperature profile was quantified using the second finite differences.
The fitness of the j th possible temperature profile was defined as
where max ε and avg ε are the maximum and average values for the current generation and max s and avg s are the maximum and average values of the smoothness criterion for the current generation.
CREATION OF A NEW POPULATION
The possible temperature profile with the greatest fitness value and the possible temperature profile with the minimum error from the previous generation were copied directly into the new generation. If the most fit solution happened to be the solution with minimum error, two copies of the same solution would be placed in the new generation. This was necessary to avoid losing the solution with minimum error. The rest of the new generation was created using the two methods described below.
The first approach used the crossover and mutation operators to create the remaining possible temperature profiles (Goldberg 1989, Pham and Karaboga 2000) . The crossover operation consists of selecting two possible temperature profiles according to their fitness values. A crossover site for each point in the temperature profile was randomly selected, and the portion of the temperature profile above the crossover site in the first possible profile was combined with the remaining portion of the second possible profile to create a new possible temperature profile. The mutation operator was applied after the new generation had been filled. The mutation operator consists of randomly selecting 1% of all the temperature values and then randomly perturbing it within a range of 800 K.
In the second approach, a smoothing operator was repeatedly applied to the possible temperature profile with the minimum error. Ten new possible profiles were created using the average of the temperature at a point with its two nearest neighbors. The next ten new possible profiles were created using the average of the temperature at a point with its four nearest neighbors. The remaining 78 new possible temperature profiles were created using the crossover and mutation operators as described above.
OPTICAL PROPERTIES OF SAPPHIRE
The spectral refractive index and absorption coefficient of Al 2 O 3 must be known in order to evaluate the temperature at the sensing end of the OFT using Eq. 8 or Eq. 22 or to reconstruct the temperature profile along the OFT using Eq. 23. Maltison (1962) measured the refractive index of sapphire at 46 wavelengths between 0.2652 µm and 5.577 µm at room temperature. A threeterm Sellmeier dispersion equation was developed based on these measurements, and this equation was used to calculate the refractive index as a function of wavelength. Brewster (1992) compiled a table of data regarding the imaginary part of the refractive index of sapphire from a variety of sources. The spectral absorption coefficients were calculated using Eq. 27 and linear interpolation of this data.
(27) Figure 5 shows the spectral refractive indices and absorption coefficients used in this study.
Since the wavelength at which the peak emission occurs increases as the average temperature decreases, it is necessary to make measurements at longer wavelengths to reconstruct temperature profiles with lower average temperatures. Obtaining measurements at longer wavelengths is difficult due to increased absorption, so it is expected that the reconstruction of the temperature profile will be more difficult as the average temperature decreases. Gryvnak and Burch (1965) reported significant increases in the absorption coefficient with temperature above 1200 C. However, data regarding the variation of the absorption coefficient with temperature below 1200 C is not available for the spectral range of interest, so it was assumed that the absorption coefficient was independent of temperature in this study.
SIMULATED TEMPERATURE MEASUREMENTS
Three typical axial temperature profiles for the microgravity furnace illustrated in Fig. 1 were obtained from a detailed thermal model (NASA-MSFC et al. 1999) . Simulated measurements of the spectral radiative flux were calculated using these temperature profiles and Eq. 23 for a number of wavelengths. The spectral radiative flux is defined as the product of the spectral intensity and the solid angle defined by the numerical aperture of the optical fiber.
( )
For Cases 1 and 2, 50 different wavelengths between 0.5 µm and 4.0 µm were used. This spectral region includes all the wavelengths for which the emission was significant. For Case 3, 65 wavelengths between 0.5 µm and 5.0 µm were used to account for the peak wavelength shift. The wavelengths used in the two-fiber approach were 0.8 µm and 0.95 µm. The temperature measured using the standard approach to blackbody optical fiber thermometry is compared with the temperatures obtained using two-fiber optical fiber thermometry and remote sensing in Table  1 . The errors in the measured temperatures obtained using the standard approach to blackbody OFT vary between 1% to 3%. The larger errors occur when portions of the fiber are at temperatures greater than the temperature of the sensing tip (Cases 2 and 3). Note that, as predicted by comparing Eqs. 3 and 4, the measurements obtained using the standard approach are biased toward higher values.
The two-fiber approach eliminated the errors in Cases 2 and 3 and greatly reduced the error in Case1. The tip temperature was also accurately measured (to within 0.1%) using the remote sensing approach in each of the three cases.
The reconstructed temperature profiles obtained using the remote sensing approach are compared with the actual temperature profiles in Figs. 6 -8. The initial estimates used to obtain these results are also shown in these figures. As expected, the reconstructed temperature profile is more accurate when the profile has a higher average temperature. In the worst case (Case 3), the maximum deviation of the reconstructed temperature profile from the actual temperature profile was 5.3% in the high temperature region and 16.1% in the low temperature region. The average deviation between the actual temperature profile and the reconstructed temperature profile was 2.6% in this case. Although the reconstructed temperature profiles differ from the actual temperature profile, the spectral radiative fluxes calculated using the actual temperature profile are in nearly perfect agreement with the spectral radiative fluxes calculated using the reconstructed temperature profile. Figure 9 compares the spectral radiative fluxes for the actual temperature profile and the reconstructed profile obtained for Case 3. The maximum deviation was 1.98% at 4.77 µm. The average deviation was 0.44%. The kink in Figure 9 is due to the rapid increase in the spectral absorption coefficient for wavelengths greater than 4.0 µm (see Figure 5 ). 
SUMMARY AND CONCLUSIONS
The use of blackbody optical fiber thermometers offers a number of advantages, but errors due to self-emission by the fiber prevent the use of the standard approach in applications where extended portions of the fiber are exposed to elevated temperatures. This paper described two methods that eliminate the errors due to emission by the fiber.
Two-fiber OFT uses a second fiber with a reflecting tip to estimate the spectral intensity emitted by the fiber. This approach eliminates the bias toward higher temperatures that occurs when the standard approach to blackbody OFT is employed.
The remote sensing method can be used to accurately determine the temperature at the tip of a blackbody OFT. The approach may also be used to estimate the temperature profile along the entire length of the fiber. For the cases considered in this paper, the reconstructed temperature profile was accurate to within approximately 5% in the high temperature region and to within approximately 16% in the low temperature region. 
